Introduction
============

Contaminated implants, indwelling devices, or the colonization of wounds are often associated with microbial infections \[[@R1]\], \[[@R2]\]. For treatment of chronic infected wounds and for decontamination of indwelling devices as well as implants the antimicrobial plasma effect could be an interesting alternative to current methods or supplemental to chemical antimicrobial therapies that are limited by microorganism drug resistance or toxicity \[[@R3]\], \[[@R4]\].

Physical plasma is characterized by enriched, free charge carriers in a gas (ions, electrons) and their secondary reactive products \[[@R5]\]. The main antimicrobial mechanisms of plasma discussed are reactive oxygen species (ROS), reactive nitrogen species (RNS), and partly UV radiation \[[@R6]\]. New plasma sources were constructed for the usage of plasma in an atmospheric environment at low temperature \[[@R7]\], \[[@R8]\]. This allows plasma application in atmospheric conditions without the hazard of burn injuries on tissues \[[@R9]\]. These properties promote plasma treatment in medical applications. The carrier gases used for generating plasma are mainly argon, helium, compressed-air, and variations with oxygen and nitrogen admixtures. Plasma chemistry and resulting biological effects vary in dependency on the carrier gas used \[[@R10]\]. Determining specific effects or differences between the gas mixtures could help to find the plasma parameters best suitable for highly efficient antimicrobial effects. Equally, the setup plasma generation modulates its effects on cells and tissue. In the present study, we used a radio-frequency plasma jet (kinpen^®^ 09) \[[@R11]\] which is a tissue tolerable plasma source (TTP) in limited doses \[[@R12]\], \[[@R13]\]. Argon or helium alone, or with 0.1%, 0.5%, 1% oxygen, or air as carrier gas were compared with each other by the microorganism-agar test (MAT) \[[@R14]\]. Plasma was applied in either an open or a delimited system. The test organisms were*Pseudomonas aeruginosa* and *Staphylococcus aureus.* Both are opportunistic pathogens that are frequently involved in chronic infections or indwelling device associated infections \[[@R15]\] and often exhibit multiple drug resistance \[[@R16]\], \[[@R17]\], \[[@R18]\]. Increasing the oxygen fraction to the carrier gas was expected to be accompanied by elevated levels of ROS and therefore a rising antimicrobial effects. Application of a delimited system minimizes interference with indoor-air and accumulates plasma products under the cover plate possibly increasing the antimicrobial effect.

Methods
=======

Bacterial preparation and analyses
----------------------------------

Two bacterial strains were tested: Gram-negative*Pseudomonas aeruginosa* SG81 (*P. aeruginosa*) and Gram-positive *Staphylococcus aureus* ATCC 6538 (*S. aureus*). Bacteria were cultured on blood agar plates (Columbia Agar +5% sheep blood, bioMérieux, Nürtingen, Germany) and prepared for the test according to methods described before \[[@R14]\]. Colonies were rinsed off the plate and washed 3 times with phosphate buffered saline solution (PBS) by centrifugation at 3,300 g for 15 min. Pellets were resuspended in 10 ml of PBS and a serial dilution was prepared to yield a suspension of 10^5^ cells/ml. Then, 100 µl were spread onto blood-agar and incubated for 20 min at room temperature.

After plasma treatment, agar plates were incubated for 24 h at 37°C. Then, the diameter of the inhibition zones (IZ) was measured and the colony forming units (CFU) were determined by counting of each colony if an overall reduction (OR) compared to untreated control and without an IZ was observable (examples are shown in Figure 1 [(Fig. 1)](#F1){ref-type="fig"}). Means of the measured or counted values were calculated. The reduction factor (RF) was determined by subtracting the CFU of controls (untreated samples) and CFU of treated samples in log~10~.

Plasma application
------------------

A radio-frequency atmospheric pressure plasma jet (kinpen^®^ 09, neoplastools, Greifswald, Germany) developed by the Leibnitz Institute for Plasma Science and Technology (INP) was used. Technical details have been described in detail elsewhere \[[@R11]\]. The pen was fixed 10 mm above the prepared petri dishes. The exposure time was 10, 30, 60, and 120 s each opened (open system) or delimited (closed system) to the environment. In order to implement the closed system, a hole (Ø 3 mm) was drilled in petri dish covers that laid on the prepared petri dishes. Through this hole the plasma plume reached the sample (Figure 2 [(Fig. 2)](#F2){ref-type="fig"}). Petri dishes had ventilation cams, so that the accumulated gas escaped at the border. For the parameters used the heat output was 320 mW (calorimetric measurement). Argon (Ar) and argon admixed with 0.1%, 0.5%, and 1% oxygen (Ar + 1% O~2~, Ar + 0.5% O~2~, Ar + 1% O~2~), helium (He), helium admixed with 0.1%, 0.5%, and 1% oxygen (He + 0.1% O~2~, He + 0.5% O~2~, He + 1% O~2~), and compressed air were used as carrier gas with a gas flow rate of 5 standard l/min (slm). The gas flow was controlled by a mass flow controller (MKS Instruments, Munich, Germany). As negative control each respective gas (without plasma) and for experimental control untreated samples were used. All experiments were performed two times.

Spectrometric measurement
-------------------------

Excited oxygen (777 nm), hydroxyl (308 nm) and nitrogen (316, 337 and 357 nm) was measured by Avantes AvaSpec-3648 (Apeldoorn, Netherlands) in the same distance of 10 mm like the plasma application on bacteria.

Results
=======

The plasma effects varied depending on the carrier gas used, the system setup, and the bacterial strain. Inhibition zone or general CFU reduction was observable. The results differ between *S. aureus* (Table 1 [(Tab. 1)](#T1){ref-type="fig"}) and *P. aeruginosa* (Table 2 [(Tab. 2)](#T2){ref-type="fig"}). The largest IZ was observed after Ar + 0.1% O~2~ plasma for *P. aeruginosa* and *S. aureus* in a closed system. The highest RF for *S. aureus* of approximately 2 log~10~ was shown for Ar + 1% O~2~ in the closed system. For *P. aeruginosa*, an overall reduction (1.4 log~10~) was shown only once after 120 s plasma treatment in the closed system. The lowest antimicrobial effect for both organisms showed He-plasmas and air plasma. No effect was shown on *S. aureus* after treatment with He and He + 0.1% oxygen plasma.

Compared to treatment in the open system, antimicrobial effects were always more effective for Ar and Ar + O~2~ plasma, as well as He admixed with ≥0.5% oxygen plasma against both species in the closed system. No antimicrobial effect was shown for *P. aeruginosa* after treatment with He and He + 0.1% O~2~ in closed systems. In an open system on the other hand, IZs of approximately 5 mm were shown after 120 s plasma treatment. For *S. aureus* after 60 s of Ar + 0.5% O~2~ plasma treatment, the image of spatial reduction changed from local to overall at 0.4 log~10~ in the open system (Figure 1 [(Fig. 1)](#F1){ref-type="fig"}).

He plasma with admixed oxygen \<0.5% for *S. aureus* in the open system showed no antimicrobial effect but by increasing oxygen concentration \>0.5% the IZ measured was up to 45 mm (60 s, He + 1% O~2~ plasma, closed system) and resulted into a total reduction after prolonged treatment times.

Air plasma was antimicrobially effective only after 120 s plasma treatment for *S. aureus* in an open and more effectively in a closed system with 1.1 log~10~. For *P. aeruginosa* an IZ of 5 mm was shown only in a closed system.

Discussion
==========

Plasma applications for medical use are of increasing importance \[[@R19]\]. Depending on the source they differ in chemico-physical properties. Plasma chemistry generated varies due to differences in plasma ignition and is additionally influenced by environmental conditions resulting in different biological effects. Coevally, bacterial strains are differently sensitive to different types of plasma. Argon, helium, and air are often used gases for plasma generation under atmospheric conditions \[[@R5]\].

This study investigated the efficacy of different carrier gases for plasma generation by MAT. The MAT is a suitable method to screen plasma sources by their antimicrobial effects \[[@R14]\]. Two different setups were investigated. The plasma was used in an open system -- the plasma plume distributed in and interacted with the environmental atmosphere -- and a closed system -- the plasma exhaust accumulated inside of the petri dish.

Generally, the efficacy for argon and helium with \<0.5% oxygen plasma is similar for both organisms. *P. aeruginosa* was more sensitive for argon and argon admixed with oxygen plasma compared to *S. aureus* while *S. aureus* was more sensitive to helium with ≥0.5% oxygen plasma. As expected, the antimicrobial action of argon and helium increased by admixture of increasing concentrations of oxygen plasma for both organisms in a closed system. Interestingly, the phenomena of changing effects from IZ to OR after oxygen supplementation were predominantly observed for *S. aureus*. This antimicrobial variation may be due to complex radical kinetics or because of altered amounts of a certain reactive species as a result of admixed oxygen. To undermine this hypothesis, the amount of excited oxygen was measured. Interestingly, the highest level was found at 0.1% and the lowest at 1% oxygen admixture. Comparable results were shown after admixture of oxygen in He plasma (excited hydroxyl scarcely detectable) while in air plasma only excited N~2~ was detectable. This could partly explain the low antimicrobial effect of air plasma.

Interaction of plasma with the nutrient agar can be excluded by pre-tests since plasma treated agar plates showed differences in growth to the untreated control.

The discrimination between IZ and OR seem to be governed by the amount of oxygen admixed and the total treatment time.

Each negative control with the carrier gases alone showed no antimicrobial effects. Hence, drying or toxic effects of the pure carrier gas on the organisms can be foreclosed.

Open and closed plasma application was compared against each other because different treatment surfaces demand for different plasma applications. Up to now, it is difficult to treat uneven or highly structured surfaces with TTP homogenously since plasma jets allow only a punctiform treatment. Although surface barrier discharged plasma sources circumvent this problem they require a very short distance to the target and need an even surface to be effective. The results of this study show that a capsule (closed system) combined with a carrier gas admixtured with oxygen enhances the antimicrobial efficacy *in vitro*.

This knowledge could be helpful for TTP treatment of open wounds and antisepsis. The investigated *S. aureus* is often involved in chronic wounds \[[@R20]\]. A recent study of TTP treatments showed that the antimicrobial efficacy against different *S. aureus* strains is constant and independent of drug resistant \[[@R21]\].

Using air plasma would be much more convenient in clinical settings by eliminating the need to supply industry gases but here the plasma and radical generation has to become more powerful for an efficient antiseptic effect.

Conclusions
===========

The highest antimicrobial effect was shown for argon plasma and argon admixed with oxygen plasma. Admixing ≥0.5% oxygen reduces the antimicrobial plasma effect of IZ but promotes a change of a small local plasma effect to an effect covering the whole agar surface. The differences in bacterial growth inhibition of the used strains show that it is not possible to determine one general antimicrobial component-mixture in plasma for every bacterial genus.

Notes
=====
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![Inhibition of *Staphylococcus aureus*ATCC 6538 after application of argon (Ar) or helium (He) alone, Ar or He admixed with 0.1%, 0.5%, or 1% O~2~, and air plasma for 10--120 s treatment time in an opened or closed system. The diameter of inhibition zone (IZ) was measured in mm, the overall reduction (OR) was calculated as reduction rate of colonies in log~10~(lg). No entry if no effect (NE) was observable or evaluable.](KHI-07-02-t-001){#T1}

![Inhibition of *Pseudomonas aeruginosa* SG81 after application of argon (Ar) or helium (He) alone, Ar or He admixed with 0.1%, 0.5% or 1% O~2~, and air plasma for 10--120 s treatment time in an opened or closed system. The diameter of inhibition zone (IZ) was measured in mm, the overall reduction (OR) was calculated as reduction rate of colonies in log~10~ (lg). No entry if no effect (NE) was observable or was not evaluable.](KHI-07-02-t-002){#T2}

![From left to right, examples of agar plates with grown colonies of *Staphylococcus aureus*: untreated control, very centred inhibition zone (Ar + 0.1% O~2~, 120 s exposure time in closed system, spatial-intermediate inhibition (Ar + 0.5% O~2~, 60 s exposure time in open system), un-centric overall reduction (Ar + 1% O~2~, 120 s exposure time in open system).](KHI-07-02-g-001){#F1}

![Left, setup for the closed system with a hole in the petri dish cover plate; right, setup for the opened system](KHI-07-02-g-002){#F2}
